[The dependence of determining the hemagglutinin content by SRID on the test system used and on the detergent].
The assay systems for single radial immunodiffusion (SRD) represented by standard reagents of antigens and monospecific antisera to A and B influenza virus haemagglutinin and prepared in two different countries were used for elucidation of the influence of monospecific antisera and some ionic and nonionic detergents on the determination of hemagglutinin content in the homologous (antigen and antiserum from the same country) and heterologous (antigen and antiserum from different countries) assay systems. A high specificity of SRD reaction excluding substitution of antiserum from one country for analogous preparation from another as well as detergent interchangeability were shown.